
UNITS - 1
Rx Only

 
 

    

BIFLOTM MASK
MASCARILLA BIFLOTM

MÁSCARA BIFLOTM

MASQUE BIFLOTM

MASCHERA BIFLOTM

BIFLOTM MASKE

0106

1. These products are intended for use in delivering oxygen therapy.
2. All products are to be used in accordance with the applicable prescription.
3. Remove the product from the package.
4. Attach the device to the oxygen source and make appropriate connection.
5. Ensure that all connections are secure, then start the gas flow.
6. Confirm appropriate function prior to use.
7. Discard after single patient use.
8. This product contains the phthalate DEHP. Systemic toxicity testing has
     been performed on devices containing this material. Testing demonstrates
     that these materials and any leaching substances are present in amounts
     well below toxic levels. Healthcare providers should weigh the 
     combination of risks including the patient’s condition, duration of exposure,
     and combination with other products containing DEHP against the benefits
     of successful treatment of a medical condition.
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CAUTION:  Use of sterilization or cleaning solutions may leave this device nonfunctional.CAUTION:  Use of sterilization or cleaning solutions may leave this device nonfunctional.
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that these materials and any leaching substances are present in amounts
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